Root cause analysis following nephrectomy after extracorporeal shockwave lithotripsy (ESWL).
An adverse event after a routine extracorporeal shockwave lithotripsy procedure set into motion a root cause analysis methodology to decipher why and how the event occurred and offer a solution to prevent it from happening again. The process of performing a root cause analysis is discussed in detail.